Absolute dosimetry with ionization chambers of the narrow photon fields used in stereotactic techniques and IMRT beamlets is constrained by lack of electron equilibrium in the radiation field. It is questionable that stopping-power ratio in dosimetry protocols, obtained for broad photon beams and quasielectron equilibrium conditions, can be used in the dosimetry of narrow fields while keeping the uncertainty at the same level as for the broad beams used in accelerator calibrations. Monte Carlo simulations have been performed for two 6 MV clinical accelerators (Elekta SL-18 and Siemens Mevatron Primus), equipped with radiosurgery applicators and MLC. Narrow circular and Z-shaped on-axis and off-axis fields, as well as broad IMRT configured beams, have been simulated together with reference 10 × 10 cm 2 beams. Phase-space data have been used to generate 3D dose distributions which have been compared satisfactorily with experimental profiles (ion chamber, diodes and film). Photon and electron spectra at various depths in water have been calculated, followed by Spencer-Attix ( = 10 keV) stopping-power ratio calculations which have been compared to those used in the IAEA TRS-398 code of practice. For water/air and PMMA/air stopping-power ratios, agreements within 0.1% have been obtained for the 10 × 10 cm 2 fields. For radiosurgery applicators and narrow MLC beams, the calculated s w,air values agree with the reference within ±0.3%, well within the estimated standard uncertainty of the reference stopping-power ratios (0.5%). Ionization chamber dosimetry of narrow beams at the photon qualities used in this work (6 MV) can therefore be based on stopping-power ratios data in dosimetry protocols. For a modulated 6 MV broad beam used in clinical IMRT, s w,air agrees within 0.1% with the value for 10 × 10 cm 2 , confirming that at low energies IMRT absolute dosimetry can also be based on data for open reference fields. At higher energies (24 MV) the difference in s w,air was up to 1.1%, indicating that the use of protocol data for narrow beams in such cases is less accurate than at low energies, and detailed calculations of the dosimetry parameters involved should be performed if similar accuracy to that of 6 MV is sought.
absolute dosimetry can also be based on data for open reference fields. At higher energies (24 MV) the difference in s w,air was up to 1.1%, indicating that the use of protocol data for narrow beams in such cases is less accurate than at low energies, and detailed calculations of the dosimetry parameters involved should be performed if similar accuracy to that of 6 MV is sought.
(Some figures in this article are in colour only in the electronic version)
Introduction
The strong collimation used in stereotactic and intensity modulated radiotherapy (IMRT) techniques to produce the necessary clinical narrow fields modifies significantly the energy spectra of conventional radiotherapy broad beams, at the time that collimator leakage (Kim et al 2001) may increase considerably the integral dose to the patient. The absorbed dose at a reference point in water has to be determined for a beam which differs substantially from the reference 10 × 10 cm 2 field recommended by most radiotherapy dosimetry protocols (Kubsad et al 1990, Sixel and . Initially, the collimation hardens the primary photon beam shifting the spectrum towards higher energies; this is counterbalanced by the build-up of secondary photons and the increased pair production in the collimation system which increases the lower energy component of the spectrum. Depending on the physical configuration of the beam used (size, off-axis position, irregularity shape, combination of beamlets in an IMRT beam, etc) the varying contributions of primary and secondary photon fluence originate a beam with little resemblance to those used in conventional radiotherapy. Their dosimetry poses a considerable challenge to the accuracy of modern radiotherapy treatments.
Absolute dosimetry with ionization chambers of the small photon fields used for stereotactic techniques and IMRT beamlets is constrained by the generalized lack of electron equilibrium in the radiation field and the size of the chamber cavity volume. So-called micro ionization chambers have been developed by some manufacturers (PTW, IBA-Wellhöfer) to deal with the limitation in volume, but considerable uncertainty exists with regard to the validity of using existing dosimetry data with such chambers. Such data, notably stoppingpower ratios to convert the absorbed dose in the chamber air cavity into absorbed dose to water, and those entering into the wall perturbation correction factors, have been obtained for broad photon beams, where conditions of quasi-electron equilibrium prevail. It is, therefore, questionable that such data can be used in the dosimetry of narrow fields while keeping the uncertainty at the same level as for the broad beams used in the reference conditions of an accelerator calibration. The situation is even more complicated in IMRT dosimetry when beamlets are not centred (off-axis) as they impinge on the irradiated volume with a certain inclination. As a consequence, small air-filled ionization chambers have mostly been used to perform relative measurements, a task often complemented with different detector types such as diodes, diamonds, radiographic film, radiochromic film, plastic scintillators, polymer gels and liquid ionization chambers (cf Westermark et al 2000 , Perucha et al 2003 , McJury et al 2000 , etc.
The depth-dependence of water/air stopping-power ratios with the photon field size was first analysed by Andreo and Brahme (1986) using Monte Carlo methods where, for a 6 MV experimental spectrum, it was shown that the maximum difference in stopping-power ratios between broad and narrow fields could be up to 1% for a 5 mm diameter beam size; differences became practically negligible for slightly larger beams. Studies using the same methodology and yielding similar results, but specific to the field of stereotactic radiosurgery, were conducted by Heydarian et al (1996) for a Siemens Mevatron KD2 accelerator equipped with a stereotactic system using as input published 6 MV non-stereotactic spectral data. However, the stopping-power ratios were calculated as ratios of collision stopping-powers at the Monte Carlo calculated mean electron energy, a methodology which is not used for accurate dosimetry. A detailed study by Verhaegen et al (1998) on 6 MV stereotactic radiosurgery beams proceeded one step further including detailed simulations of a Varian Clinac-600SR accelerator with the BEAM/EGS4 Monte Carlo code (Rogers et al 1995 , Nelson et al 1985 . For the Varian accelerator simulated, this comprehensive study verified the validity of the general assumption that measured dose ratios were equal to measured detector readings, upon calculations of the electron spectra of narrow fields at d max and 5 cm depth, obtaining a stopping-power ratio dependence consistent with the results of Andreo and Brahme (1986) and Heydarian et al (1996) . Many other studies based on the use of Monte Carlo methods have been published, mainly verifying depth and lateral dose distributions obtained with different detectors in radiosurgery and IMRT beams (cf Lovelock et al 1995 , De Vlamynck et al 1999 , Li et al 2001 , Pawlicki and Ma 2001 , Aaronson et al 2002 , Siebers et al 2002 , but they have not taken into account absolute dose determinations. The field of absolute dosimetry of IMRT beamlets thus remains without answers (Boyer et al 2001) .
In this work Spencer-Attix ( = 10 keV) stopping-power ratios for ionization chamber dosimetry have been determined for the small photon beams used in radiosurgery and IMRT beamlets, as well as for real IMRT beams, which have been compared with those used by the most recent dosimetry protocols for reference dosimetry based on standards of absorbed dose to water (Almond et al 1999 . For this purpose, detailed simulations of two accelerators equipped, respectively, with radiosurgery and MLC collimators have been made using the BEAM/EGS4 Monte Carlo code to produce phase-space data, which in turn have been used to compute depth-dose and transverse-dose profiles and stopping-power ratios at the reference depths with user codes based on the EGSnrc Monte Carlo system (Kawrakow 2000) . To establish the validity of the accelerators simulations, the quality of the calculated phasespace data has been verified comparing Monte Carlo data with experimentally determined percent depth-dose, transverse-dose profiles and isodose distributions measured with various detector types.
Material and methods

Accelerators and collimators
The two clinical accelerators simulated in this study have been an Elekta SL-18 and a Siemens Mevatron Primus, both producing 6 MV photons. The Elekta accelerator is equipped with an in-house designed radiosurgical collimator with cylindrical treatment cones that produce beams between 2.9 mm and 50.3 mm diameter at the isocentre. These are made of tungsten surrounded by stainless steel. Various aspects of the design of this collimator have been analysed in a preliminary study (Perucha et al 2003) leading to the final design which was adopted for the calculations presented in this work. The Siemens accelerator is a dual photon linac equipped with a multileaf collimator (MLC) used for IMRT treatments. The MLC has 29 opposed leaf pairs, the outer leaves of each bank project a shadow width of 6.5 cm at the isocentre plane, while the inner 27 leaf pairs project a width of 1 cm. Both leaf end and leaf side match the beam divergence, making the configuration double-focused.
Experimental determinations
Depth-and transverse-dose and ionization profiles have been measured using film dosimetry, diodes and a small ionization chamber. The radiographic film was of the type Kodak X-OMAT V, sandwiched in slabs of Solid Water TM . One film of each measuring session was calibrated prior to the use of every set; its response (optical density versus dose) was analysed within the range 5-180 cGy. Two different types of densitometers were used, an automatic Scanditronix with a 0.1 cm diameter diaphragm and a CMS 1710 laser densitometer with a 0.025 cm diameter diaphragm. In addition, for the IMRT measurements, Kodak EC-L and EDR2 films were also used together with an Agfa Arcus-1200 scanner. The measured profiles were obtained using home-made software specifically designed for the analysis of scanned x-ray films (Lagares et al 2002) ; this software allows working with calibration curves sensitive to dose values as low as 2 cGy for the EDR2 film. The diodes used were of the silicon p-type, manufactured by Scanditronix. They have a 0.3 mm 3 sensitive volume, a detection area with a diameter of 2.5 mm and a sensitive thickness of 60 µm. Diodes used in this work were of the 'electron-type', that is, without the tungsten shielding used in conventional 'photon-diodes' to compensate for the increased diode response to low energy photons; this is consistent with the manufacturer recommendations. The ionization chamber was a Scanditronix RK-05, with a volume of 0.12 cm 3 (4 mm internal diameter and 10 mm length) and Rexolite walls. It was positioned with its longitudinal axis parallel to the beam axis. The diodes and the ionization chamber were used in a Scanditronix RFA-300 computerized water phantom. No corrections were made on the readings of these instruments, and in the comparisons that follow relative ionization measurements were used.
Monte Carlo calculations
The BEAM/EGS4 Monte Carlo code (Rogers et al 1995 , Nelson et al 1985 has been used to simulate the radiation transport through the configurations of the two accelerators.
The treatment heads and the two types of collimators, radiosurgical and MLC, were modelled using the various geometric modules implemented in the BEAM code. For the various results reported in this work, between 300 and 800 million electrons with initial energies of 5.6 MeV (Siemens) and 6.6 MeV (Elekta) were simulated down to a cut-off of 700 keV (total electron energy); in the case of 'Z-shaped' IMRT fields the electron energy cut-off in the air volumes was 521 keV. The photon energy cut-off was 10 keV in all cases. Various techniques for variance reduction included in the BEAM code were used; these were uniform bremsstrahlung splitting (20), photon splitting (20) and photon forcing (each bremsstrahlung photon was forced to interact once at the bottom of the air slab). The phasespace data characterizing the Siemens beams were obtained first just above the collimators of the accelerator; these were used as input for the subsequent simulations through the collimators, yielding the phase space in air at the position of the phantom surface. For the Elekta accelerator, the first step of the simulation was to obtain phase-space data at 52.9 cm for a 10 × 10 cm 2 collimator setting; the various radiosurgery collimators were then simulated in subsequent steps. In both cases the data were finally scored in a plane perpendicular to the beam axis, at a distance of 90 cm from the radiation source.
The various configurations simulated are shown in figure 1, which serves as reference for the results presented in the following section. Three cases, namely collimator radii of 0.3 cm and 1.0 cm and a reference 10 ×10 cm 2 field were simulated for the radiosurgery accelerator. For the IMRT configuration the fields were 10 × 10 cm 2 , and two on-axis and off-axis irregular fields (both within 2 × 2 cm 2 ). Special small Z-shaped collimated field configured with the MLC, as well as broad real IMRT beams, were also simulated to study dose distributions at different depths in water for the Siemens Primus accelerator. The resulting phase-space files contained approximately between 30 and 70 million particles.
A simple analysis on photon spectral variation with field size and position within the beam was made for circular fields and rings. The 6 MV photon spectrum from Mohan et al (1985) was used as input to simulations through configurations similar to those of the radiosurgery applicators, rather than performing the complete accelerator head simulation used in the other cases. These calculations were made with a modified version (Mainegra et al 1998) of the well-known EGS4 user-code DOSRZ which scores dose and spectral distributions in selected regions of interest and allows the separate scoring of primary and scattered photon fluence. Several of the enhancements in the physical data available for the EGS4 package were implemented for the simulations. These were the NIST photon cross section dataset DLC-136/PHOTX (RSIC 1993), implemented in EGS4 by Sakamoto (1993) , the lowenergy photon-scattering (LSCAT) package including bound Compton scattering and Doppler broadening (Namito et al 1994 (Namito et al , 1995 and molecular form factors for coherent scattering in water (Morin 1982) .
The phase-space files at the phantom surface were in turn used as input to subsequent in-phantom simulations. For the calculations of depth and transverse profiles, the code DOSXYZ (Ma et al 2000) was used to obtain 3D dose distributions at different depths. The calculated profiles were compared with the experimental data. Electron and photon cut-offs for these calculations were 700 keV (total electron energy) and 10 keV, respectively. The number of histories simulated was chosen so that the statistical standard uncertainty at the depth of maximum absorbed dose was between 1-2%. The codes FLURZ and SPRRZ of the EGSnrc system (Kawrakow 2000 were used to calculate, respectively, the energy spectra and stopping-power ratios at different depths (5, 10 and 15 cm) in a water phantom. Cylindrical volumes of 0.5 cm height and radii of 3 cm (for the 10 × 10 cm 2 and off-axis field) and 0.3 cm (for the small centred fields) were employed for the scoring of both quantities. The phantom radius was 20 cm for all cases studied, except for the off-axis IMRT configuration, where a 40 cm phantom radius was used. Electron and photon cutoffs for these calculations were 521 keV (total electron energy) and 1 keV, respectively. The statistical standard uncertainty in all regions of interest was below 0.3% for the stopping-power calculations and below 5% for the spectral data.
The CPU time required for the calculations was drastically reduced with the use of a Linux cluster with 47 Pentium III 1.1 GHz PCs, capable of running processes simultaneously using an in-house specific model for the distribution of the simulation tasks (Sánchez-Doblado et al 2000, Leal et al 2003) . With this computer configuration not only a significant reduction in processing time was achieved, but also a detailed analysis of every single sub-process was easily analysed and associated with its corresponding simulation fragment.
Results and discussion
Experimental verification
In order to verify first the validity of the accelerators simulations and their calculated phasespace data, Monte Carlo calculated depth-dose and transverse-dose profiles were compared with experimentally determined profiles measured with various detector types in the two accelerators simulated.
Results for the Elekta SL-18 accelerator are shown in figure 2 for a reference 10 × 10 cm 2 field and radiosurgery applicators of different diameters. The experimental depth-dose distributions were measured with the RK-05 ionization chamber (10 × 10 cm 2 field) and diodes (applicators), whereas the transverse-dose profiles were obtained with film dosimetry. In all cases the good agreement found was considered to be suitable for clinical purposes, the agreements being comparable to the results obtained previously by different authors for similar configurations.
For the Siemens Primus accelerator equipped with multi-leaf collimator (MLC), figure 3(a) compares Monte Carlo calculated and experimental (diode) depth-dose distributions for a 10 × 10 cm 2 field, showing excellent agreement. The special cases of MLC irregular Z-shaped small fields (henceforth referred to as 'Z-field'), both on the central axis and off-axis, were considered to be of high interest for clinical dosimetry, as it is well known that the simulation of small MLC-shaped fields poses a significant challenge to the use of the Monte Carlo method in IMRT. Figure 3 (b) compares calculated and experimental (diode) depth-doses for a Z-field centred on-axis (configuration in figure 1(g)) whereas figures 3(c) and (d) compare calculated and experimental (film) transverse-dose profiles for Z-fields centred 8 cm off-axis (configuration in figure 1(h) ) and on-axis (configuration in figure 1(g) ); in the two cases the profiles are at a depth of 10 cm. The almost perfect agreement of the two sets of results shown in the figure provided confidence on the quality of the simulation of these complex MLC geometries.
The analysis for the Z-fields was further extended to a comparison of isodose distributions at the depth of 10 cm. Results are shown in figure 4 , where the left-hand side corresponds to the on-axis case and the right-hand side to the off-axis. The distributions have been normalized to the maximum dose on the central axis of the calculated and measured depth-dose curves. In these examples, small discrepancies between the Monte Carlo and the experimental distributions can be observed in the shape of the 80-90% isodosis, though at lower isodose values the differences are considered to be minimal.
To confirm the possible clinical dosimetry influence of the differences found for the small irregular field above, 
Photon spectra (air)
Relevant examples of Monte Carlo calculated photon spectra in air, at the position of the phantom surface, are presented in this section for the simulated radiosurgery and MLC collimated IMRT beams.
As mentioned before, a comparative analysis on spectral differences was made for configurations similar to the radiosurgery applicators used in the Elekta SL-18 linear accelerator, where a well-known 6 MV photon spectrum (Mohan et al 1985) was used as input to simulations through such applicators type. In order to analyse the spectral variation at various positions in the beam, spectra were scored for a reference 10 cm radius beam and for a narrow 0.3 cm beam together with annular regions of constant radial width (0.3 cm) at different positions (varying internal and external radii). Results are shown in figure 6 for
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Film MC various cases, where the corresponding radial dimensions (internal and external radii) are given. The spectra, normalized to the integral fluence, are separated into their primary and scattered components, and the relative percentage of the primary fluence, as well as the mean energy of each spectrum, is indicated in each case. The peak originated by pair production interactions in the applicators can be clearly seen in all the secondary spectra. It can also be observed that, except in the case of the large field, the contribution of photons scattered in the collimators is rather constant, and larger than that of primaries by about 70% in all cases. At the same time their mean energies do not change appreciably even if there is a clear shift of the primary spectra towards high energies. Figure 7 illustrates the results from the full simulation of the accelerators for the calculated photon fluence in air, at the position of the phantom surface, for 6 MV beams produced with the MLC of the Siemens Mevatron Primus (left) and the radiosurgery applicators of the Elekta SL-18 linac (right). The corresponding field sizes are indicated in the figure, as well as the mean energy of the spectra in each case. The upper panels correspond to the relative fluence, normalized to the integral fluence. A substantial difference in the shape of the spectra can be observed in the two types of collimators, MLC and radiosurgery, and in the latter case the dominance of low-energy scattered photons in the collimator walls can easily be seen. The peak originated by pair production interactions in the cases of strong collimation can be observed, even in the transmitted leakage spectra of the MLC; although the leakage has intensity much lower than the irregular fields, this is still enough to become important at the time of estimating the integral dose to a patient. As expected, there is a large spectral difference between the open 10 × 10 cm 2 beams and the narrow irregular or circular fields; the small fields spectra being shifted towards higher energies, even if the mean energies are somewhat softened by the pair production peak. Interestingly enough, the off-axis MLC irregular field, without a direct contribution from photons at the central axis, appears to be very similar in shape to the open 10 × 10 cm 2 beam even if the pair production peak softens considerably its mean energy. The transmitted leakage spectrum of the MLC, with a large filtration of low-energy photons, is the hardest of all the MLC spectra.
In-phantom photon and electron spectra: stopping-power ratios
As already described, the validated phase-space data of the two accelerators have been used to calculate spectral distributions of photons and electrons in water, and to determine SpencerAttix ( = 10 keV) water/air, and in some cases PMMA/air, stopping-power ratios. Figure 8 shows Monte Carlo calculated photon and electron spectra at various depths in water for the 6 MV 10 × 10 cm 2 field and radiosurgery applicators with diameters of 1.0 cm and (i)). For the Elekta linac (right) the spectra correspond to a 10 × 10 cm 2 field and applicator diameters of 1.0 cm and 0.3 cm (configuration in figures 1(a)-(c) ). The mean energy of the photon spectra is indicated in each case. 0.3 cm in the Elekta SL-18 linear accelerator. The configurations correspond to figures 1(a)-(c). The spectra are normalized to the integral fluence in each case. As expected, a light hardening of the photon spectra with depth can be observed in each case, but the changes in the corresponding electron spectra at different depths are rather small. More interestingly, the shape of the electron spectra for the various configurations is very similar.
In the case of the MLC fields of the Siemens Mevatron Primus linear accelerator similar results are shown in figure 9 . The calculated photon and electron spectra, normalized to the integral fluence, are shown at the same depths as in figure 8 for the 6 MV 10 × 10 cm 2 field and irregular fields centred on-axis and 8 cm off-axis. The configurations correspond to figures 1(d)-(f), respectively. The shape of the on-axis spectra, both photons and electrons, is very similar to those of broad beams. However, in the off-axis case, where the angular incidence is large, there is a predominance of the low energy part of the spectrum which results in mean energies considerably different from the on-axis spectra. As in the radiosurgery case, the electron spectra are rather similar at all depths and quite similar for all the configurations. Moreover, the overall shape of these spectra does not differ considerably from those for the case of the radiosurgery fields. Calculated Spencer-Attix ( = 10 keV) stopping-power ratios water/air and PMMA/air at 5 cm depth for different 6 MV radiosurgery and MLC beams are shown in table 1. The s w,air value for the spectrum of transmitted leakage in the MLC is also given. In all cases the type A (statistical) standard uncertainty of the calculated values is lower than 0.1% except in the case of the MLC transmission, where the standard uncertainty is 0.8%. The results for the 10 × 10 cm 2 fields produced by each accelerator can be compared first with those given by Andreo (1994) which are the basic dataset used in IAEA TRS-398 . The experimental TPR 20,10 for the radiosurgery and the MLC accelerators are, respectively, 0.690 and 0.677; their corresponding s w,air 'protocol values' are 1.1187 and 1.1213. These can be compared with the values determined in this work by direct simulation, which are 1.1188 and 1.1221, respectively. The agreement between the two independent determinations is within 0.1%, which is considered to be excellent. In the case of s PMMA,air where the values from Andreo (1994) are 1.0853 and 1.0880, the agreement shown in table 1 is also within 0.1%.
In the case of radiosurgery applicators and MLC beams, the calculated values of stoppingpower ratios in this work (cf table 1) agree with the 10 × 10 cm 2 s w,air reference values (protocol data) within ±0.3%. For the s PMMA,air values the corresponding values are within ±0.4%. These differences are well within the estimated standard uncertainty of the reference stoppingpower ratios given in IAEA TRS-398 (0.5%). The values of s PMMA,air have a minimal influence in absolute dosimetry, as these are relevant only in the determination of the perturbation correction factor for the wall effect of a chamber, p wall . In the case of the transmission leakage of the MLC the difference with the reference s w,air value is of 0.8%; this parameter is mostly of interest for estimates of the integral dose to a patient (see below). It can thus be concluded that the stopping-power ratios of strongly collimated 6 MV beams, both for radiosurgery applicators and MLC beams, agree very well with those used for the reference dosimetry of conventional external radiotherapy beams recommended in dosimetry protocols. At the photon qualities analysed in this work, ionization chamber dosimetry of narrow beams can therefore be based on the same set of dosimetry data (stopping-powers).
A final comparison has been made between the s w,air values for the reference 10 × 10 cm 2 field and a modulated broad beam of similar size used in clinical IMRT, both of 6 MV and for the MLC of the Siemens Mevatron Primus linear accelerator. The calculated photon spectra are compared in figure 10 , showing that they almost coincide. The corresponding stoppingpower ratios, determined from the relevant electron spectra, agree within 0.1%, showing that the ionization chamber dosimetry of typical IMRT beams can also be based on protocol stopping-power ratios data for the open reference field. It is interesting to note that the 0.8% difference in s w,air for the transmission leakage spectrum, which is present in varying degree in the beamlets of the IMRT beam, does not play a significant role in the dosimetry of the employed IMRT beam. The above conclusions are valid, as emphasized, for photon beams of 6 MV. A careful analysis of the beam qualities involved can demonstrate that the results are not too different from what could be expected for these, rather low, qualities. The determination of the TPR 20,10 beam quality specification for the beams involved in our study yields values within 3-3.5%. For this difference in range of qualities, the shape of the s w,air versus TPR 20,10 curve (cf figure 1 in Andreo 2000) shows a very small difference in s w,air , consistent with the differences found in this work. Should higher qualities and larger differences be involved, the expected differences in s w,air would become larger due to the steepness of the s w,air versus TPR 20,10 curve at these energies. To verify this hypothesis, s w,air was calculated for a circular field of 2 mm diameter using the 24 MV photon spectrum from the widely accepted 'standard' set of Mohan et al (1985) . For reference, the same calculation was made for the 6 MV spectrum of this set. As expected, the results for the 6 MV narrow beams agree with the reference, protocol-based, value within 0.3%, consistent with our results above. However, for the 24 MV narrow field spectrum the calculated s w,air differs by up to 1.1% from the reference value. These findings allow us to conclude that our statement of using protocol data for the open reference field in the case of narrow or IMRT fields, is confirmed for the low energies most commonly used in radiotherapy treatments, but the discrepancies found for higher energies require performing detailed calculations of the dosimetry parameters involved in order to achieve the same uncertainty as for the previous cases.
Conclusions
The so far unresolved issue of absolute dosimetry with ionization chambers of the small photon fields used for stereotactic techniques and IMRT beamlets has been addressed using Monte Carlo methods. Simulations of the configurations used in these areas have been performed for two clinical accelerators, an Elekta SL-18 and a Siemens Mevatron Primus, both producing 6 MV photons. Radiosurgery applicators (Elekta) and MLC fields, both irregular and IMRT configured (Siemens), have been simulated, together with reference 10 × 10 cm 2 fields, and their phase-space data at the position of the phantom surface determined. These data have been used first to generate absorbed dose profiles (depth and transverse) and complete 3D dose distributions which have been compared to experimentally determined profiles (measured with ionization chamber, diodes and film) to verify the quality of the Monte Carlo determined data. The results for all the configurations simulated, including Z-shaped small fields, both on-axis and off-axis, have been found to be excellent, providing support for the use of the phase-space data in our subsequent analysis.
The phase-space data have been used to compute photon and electron spectra at various depths in water, followed by stopping-power calculations for ionization chamber dosimetry under various configurations. Differences in the various spectra with field size and depth have been analysed. The calculated stopping-power ratios have been compared with those used in recent dosimetry protocols, namely the IAEA TRS-398 Code of Practice based on standards of absorbed dose to water. Agreements within 0.1% have been obtained for 10 × 10 cm 2 fields between protocol data and the calculations of this work for water/air and PMMA/air stopping-power ratios in the two accelerators simulated, insuring that our calculation methodology and procedures are correct. In the case of radiosurgery applicators and MLC narrow beams, the calculated values of the stopping-power ratios agree with the reference s w,air values within ±0.3% for the most common cases, and with the s PMMA,air values within ±0.4%, which are well within the estimated standard uncertainty of the reference stopping-power ratios (s PMMA,air values are relevant only for the determination of p wall ). At the photon qualities analysed in this work (6 MV), ionization chamber dosimetry of narrow beams can therefore be based on the same set of dosimetry data. Additional calculations have been made for a real IMRT beam. The water/air stopping-power ratio determined in this case agree within 0.1% with the reference data, showing also that the ionization chamber dosimetry of typical IMRT beams can be based on protocol data for the open reference field at low energies.
The analysis has been extended to higher energies (24 MV) using a less detailed procedure (published spectra) to derive narrow field data. The difference in water/air stopping-power ratios in this case was found to be up to 1.1%. This allows us to conclude that the use of protocol data for open fields at high energies in narrow beams is less accurate than at low energies, and detailed calculations of the dosimetry parameters involved should be performed if similar accuracy to that of 6 MV is sought.
